
OPERATION
1. Plug the probe into the receptacle located on the right 

2. 

3. 
Fahrenheit or Celsius.

4. 
display to read the desired resolution.

5. 
when the thermometer is not in use to prolong battery 
life.

6. Use the probe to monitor temperatures in air/gas, liq-
uids, and semi-solids. Place the stainless-steel portion 
of probe in contact with the material to be measured. 
In most instances the depth of the probe needs to be 
approximately ½ inch.

HISTORY MODE
History provides an effortless method to observe when a 
temperature change takes place. It continuously displays 
for the past 24 hours starting with 1 hour ago. If left on for 
more than 24 hours, it displays only the most recent 24 
hours. History may be reviewed at any time.

1. 

After approximately two seconds, the display will show 

The display continues to alternate between these two 

the desired format.

2. The second press of the HISTORY key shows the 

After approximately two more seconds, the display will 

3. With each press of the HISTORY key, the unit will 
scroll through all 48 minimum and maximum readings.

4. 

the history mode, pressing the CLEAR key alone will 
not clear the history.

5. 
and then press HISTORY and CLEAR simultaneously. 
Turning the unit off does not clear history.

RECALL MINIMUM/MAXIMUM
1. 

maximum temperatures recorded since turning the 
unit on or since clearing min/max.

DESCRIPTION
1. Display: 6-Digits, LCD shows reading up to 

indicates temperature is falling.
2. ON/OFF: Turns unit on and off.
3. °F/°C: Selects Fahrenheit/Celsius 

temperature display.
4. .0/.00/000: Selects decimal point on display for 

ease in reading.
5. HISTORY: Stores and displays a total of 48 

memories (24 minimum and 24 
maximum readings; displays the mm/

6. HOLD/CLEAR: Press to hold reading. Use in 

keys to exit these modes or dear 
readings.

7. MIN/MAX: Displays the highest and lowest 
temperatures recorded for the current 
hour.

8. Probe
9. Probe receptacle
10. AC Adaptor receptacle
11. Serial Data Cable Receptacle for Data  
 Acquisition System 

SPECIFICATIONS
Display:
Ranges: –58.000 to 302.000°F /  

–50.000 to 150.000°C

Operating Range: 32 to 122°F / 0 to 50°C

Resolution: 0.001°

Accuracy: ± 0.05°C between 0 to 100°C

Sampling Time: approximately 4 times per second

Memories:

Power:
Case: ABS plastic

Size: 3½ x 5½ x 1¼ inches

Accessories:
Supplied: Traceable® -

tions 

Display warnings: measurements above or below range 
and low battery indicator

2. 
temperature. The lower portion of the display shows 

3. 
temperature. The lower portion of the display shows 

A third press will return the display to the current 
reading.

4. 

5. 

by turning the unit off.

HOLD FUNCTION
1. 

appears on the lower portion of the display indicating 
that the unit is in hold mode.

2. While in the HOLD mode, select the desired format 

3. Press the HOLD key a second time to return to the 

appear on the display.

POWER
Do not turn the unit on and off rapidly. It may lock the 
display. When turning the unit on/off the microproces-
sor may become locked, inoperable, or the display may 

removing the battery, waiting 15 seconds, and replacing 
the battery.

DISPLAY WARNINGS
“LLL” Displayed when the temperature being measured 
is below the range of the unit or when there is an open 
probe or no probe.

“HHH” Displayed when the temperature being measured 
is above the range of the unit or when there is a shorted 
probe.

“BAT” Displayed when the battery is low and needs to 
be replaced. See Battery section for battery replacement 
instructions.

RECEPTACLES

for an AC Adaptor. The lower left side receptacle is for 
the serial data cable for the Data Acquisition System (11, 
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DATA ACQUISITION SOFTWARE
The enclosed disk is the software program for data 
acquisition. On the disk is the data acquisition program 
and a demo program. The program can be installed and 
the demo. For instructions on use, print out the READ 

® is required. In order to use 
the actual data acquisition program the Accessory Data 
Cable Cat No. 4235 is required. See Accessories section 
for ordering information.

BATTERY

batteries are low and need to be replaced. To replace the 
battery, slide the battery cover located on the back of the 
unit away from the unit. Remove the old battery and re-

battery, NOT a regular or heavy duty battery. Properly 
connect the battery. Replace the battery cover. Incorrectly 
installed batteries may damage electronics.

when the thermometer is not in use to prolong battery life.

ALL OPERATIONAL DIFFICULTIES
If this thermometer does not function property for any 

ACCESSORIES
Cat. No. 4021 Accessory Micro Probe for Cat. No. 
4000  

cable length.

Cat. No. 4001 Replacement probe for Cat. No. 4000  

cable length.

Cat. No. 4002 Padded Nylon Carrying Case
Cat. No. 4236 AC Adaptor
Accessory allows for continuous AC operation.

Cat. No. 4235 Data Acquisition System Accessory 
Powerful and easy to use computer data capture/data 
logging program works with Traceable® Instruments with 
computer output. Records interval readings from 1 to 
10,000 seconds; displays minimum/maximum readings; 

any report or spreadsheet format. Networking server/
client capability allows the captured data to be monitored 
on a remote workstation and/or by email. It is designed to 
work with Windows®

a CD, a 6-foot cable (supplied USB and serial connec-
-

sory extension cables expand cable length to 300 feet.

TRACEABLE
DIGITAL 

THERMOMETER
INSTRUCTIONS

®

Traceable® is a registered trademark of Cole-Parmer.
©2020 Traceable® Products.  92-4000-01 Rev. 8 042320

WARRANTY, SERVICE, OR  
RECALIBRATION
For warranty, service, or recalibration, contact:

TRACEABLE® PRODUCTS
12554 Old Galveston Rd. Suite B230

Webster, Texas 77598 USA
Ph. 281 482-1714  •  Fax 281 482-9448

E-mail support@traceable.com  •  www.traceable.com

Traceable® Products are ISO 9001:2018 Quality- 
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